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Tektronix Serial/Model No. Mfr 
PartNo. — Eff Dscont Qty 12345 Name & Description Code 
STANDARD ACCESSORIES 

161-0066-00 1 CABLE ASSY,PWR:3 WIRE,98 INCH LONG 80009 

012~0690-00 1 CABLE, INTCON:180 INCH LONG 80009 

016-0589-00 1 PEN,RECORDER:RED, DISPOSABLE 3/PACKAGE 32674 

016-0589-01 1 PEN, RECORDER: GREEN , DISPOSABLE 3/PACKAGE 32674 

016~0589~02 » 1 PEN,RECORDER:BLACK,DISPOSABLE 3/PACKAGE 32674 

016-0589-03 1 PEN,RECORDER:BLUE,DISPOSABLE 3/PACKAGE 32674 

214-2409-01 1 SIGHT, DIGITIZER: PEN, PREFMD , PACKING 80009 

214-2409-00 1. SIGHT,DIGITIZIN: PEN 80009 

354-0537-00 1. PACKING, PREFMD:0,250 ID X .062 DIA XSECT NEO 07322 

070~1932~01 1. MANUAL, TECH: OPERATORS g0009 

006~2698-00 1 CHART, RODC INST:11 X 16.5",10 X 10 TOL" SQ, 91.741 
5TH LINES ACCENTED, 1LOTH LINES HEAVY 

159-0019-00 1 FUSE, CARTRIDGE :3AG,1A,250V ,SLOW BLOW 71400 

159-0032-00 1 FUSE, CARTRIDGE: 3AG,0.5A,250V,20 SEC 71400 

OPTIONAL ACCESSORIES 

016-0589~-00 1 PEN, RECORDER: RED, DISPOSABLE 3/PACKAGE 32674 

016-0589-01 1 PEN,RECORDER:GREEN, DISPOSABLE 3/PACKAGE 32674 

016-0589-02 1 PEN, RECORDER: BLACK, DISPOSABLE 3/PACKAGE 32674 

016-0589-03 1 PEN, RECORDER: BLUE , DISPOSABLE 3/PACKAGE 32674 

006-1698-00 1 CHART,RECG INST:11 X 16.5",10 X10 TO1" SQ, = 91742 
5TH LINES ACCENTED, 1LOTH LINES HEAVY 

006-1699-00 1 CHART,RCDG INST:11 X 16.5",10 X 10 TO 1CM, 91743 
5TH LINES ACCENTED, OTH LINES HEAVY: 

006-1700-00 1 CHART,RCDG INST:11 X 16.5",3 CYCLES,10 TO 1” 91741 
5TH LINES ACCENTED,10 LINES HEAVY 

006-1701-00 1 CHART,RCDG INST:11 X 16.5",2 CYCLES x 15",10 91741 
TO 1",STH LINES ACCENTED, LOTH LINES HEAVY 

006-1702-00 1 CHART,RCDG INST:11 X 16.5",2 CYCLES X 3 CYCLES 91741 

006~-2410~00 1 PPR,CHART RCDG:BLANK,11 X 16.5",W/5,1/4" DIA 91741) 
BINDER HOLES 

016-0345-00 1 COVER,PROT: 80009 

012-0630-01 1 CABLE,INTCON:2 METERS LONG g0009 

070-1933~-00 MANUAL, TECH: SERVICE ,4662 80009 


Mfr Part Number 


161-0066-00 
012-0690-00 
82-17-0012-03 
82-17-0014~03 
82-17~0011-03 
82-17~-0013~03 
214-2409-0} 
214-2409-00 
8010-366Y 
070-1932-01 
GCHT-13 OBD 


MDLL 
MDL 1/2 


82-17-0912-03 
82-17-0014-03 
82-17~0011-03 
82-17-0013-03 
GCRT-13 OBD 


GCHT-13 OBD 
GCHT~13 OBD 
GCHT-13 OBD 


GCHT-13 OBD 
O8D 


016-0345-00 
012-0630-01 
070-1933-00 
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Section 7—4662 Service 


REPLACEABLE 
MECHANICAL PARTS 


PARTS ORDERING INFORMATION 


Replacement parts are available from or through your local 
Tektronix, Inc. Field Office or representative. 


Changes to Tektronix instruments are sometimes made to 
accommodate improved components as they become available, 
and to give you the benefit of the latest circuit imorovements 
developed in our engineering department. It is therefore 
important, when ordering parts, to include the following 
information in your order: Part number, instrument type or 
number, serial number, and modification number if applicable. 


if a part you have ordered has been replaced with a new or 
improved part, your local Tektronix, Inc. Field Office or 
representative will contact you concerning any change in part 
number. 


Change information, if any, is located at the rear of this 
manual. 


SPECIAL NOTES AND SYMBOLS 
x000 Part first added at this serial number 


00x Part removed after this serial number 


FIGURE AND INDEX NUMBERS 


i ‘ 
Items in this section are referenced by figure and index 
numbers to the illustrations. 


INDENTATION SYSTEM 


This mechanical parts list is indented to indicate item 
relationships. Following is an example of the indentation system 
used in the description column. 


123465 Name & Description. 


Assembly and/or Component 
Attaching parts for Assembly and/or Component 


Detail Part of Assembly and/or Component 
Attaching parts for Detait Part 


Parts of Detail Part 
Attaching parts for Parts of Detail Part 


Attaching Parts always appear in the same indentation as 
the item it mounts, while the detail parts are indented to the right. 
Indented items are part of, and included with, the next higher 
indentation. The separation symbol - -- * ~-- indicates the end of 
attaching parts. 


Attaching parts must be purchased separately, unless otherwise 
specified. 


ITEM NAME 


In the Parts List, an Item Name is separated from the 
description by a colton (:). Because of space limitations, an Item 
Name may sometimes appear as incomplete. For further Item 
Name identification, the U.S. Federal Cataloging Handbook H6-1 
can be utilized where possible. 


ABBREVIATIONS 


7 INCH ELCTRN ELECTRON 

# NUMBER SIZE ELEC ELECTRICAL 

ACTR ACTUATOR ELCTLT ELECTROLYTIC 
ADPTR ADAPTER ELEM ELEMENT 

ALIGN ALIGNMENT EPL ELECTRICAL PARTS LIST 
AL ALUMINUM eQpT EQUIPMENT 

ASSEM ASSEMBLED EXT EXTERNAL 

ASSY ASSEMBLY FRR FILLISTER HEAD 
ATTEN ATTENUATOR FLEX FLEXIBLE 

AWG AMERICAN WIRE GAGE FL FLAT HEAD 

BO BOARD FLTR FILTER 

BAKT BRACKET FR FRAME or FRONT 

BRS BRASS FSTNR FASTENER 

BAZ BRONZE FT FOOT 

BSHG BUSHING FXD FIXED 

CAB CABINET GSKT GASKET 

CaP CAPACITOR HOU HANDLE. 

CER CERAMIC HEX HEXAGON 

CHAS. CHASSIS HEX HO HEXAGONAL HEAD 
CKT CIRCUIT HEX SOC HEXAGONAL SOCKET 
come COMPOSITION HLCPS HELICAL COMPRESSION 
CONN: CONNECTOR HLEXT HELICAL EXTENSION 
cov COVEA HY HIGH VOLTAGE 

CPLG COUPLING 1c INTEGRATED CIRCUIT 
CRT CATHODE RAY TUBE ID INSIDE DIAMETER 
DEG DEGREE IDENT IDENTIFICATION 

owr DRAWER (MPLA IMPELLER 


'N INCH SE SINGLE END 
INCAND INCANDESCENT SECT SECTION 
INSUL INSULATOR SEMICOND SEMICONDUCTOR 
INTL INTERNAL SHLD SHIELD. 
LPHLOR LAMPHOLOER SHLDA SHOULDEARED 
MACH MACHINE SKT SOCKET 

MECH MECHANICAL SL SLIDE 

MTG MOUNTING SLFLKG SELF-LOCKING 
NIP NIPPLE SLVG SLEEVING 

NON WIRE NOT WIRE WOUND SPR SPRING 

OBD ORDER BY DESCRIPTION so SQUARE 

oD OUTSIDE DIAMETER sst STAINLESS STEEL 
OVH OVAL HEAD STt STEEL 

PH BAZ PHOSPHOR BRONZE sw SWITCH 

PL PLAIN or PLATE T TUSE 

PLSTC PLASTIC TERM TERMINAL 

PN PART NUMBER: THD THREAD 

PNH PAN HEAD THK THICK 

PWA POWER TNSN TENSION 
RACPT RECEPTACLE TPG TAPPING 

RES RESISTOR TRH TRUSS HEAD 
RGo RIGID v VOLTAGE 

RUF RELIEF VAR VARIABLE 
ATNR RETAINER wr WITH 

SCH SOCKET HEAD WSHR WASHER 
SCOPE OSCILLOSCOPE XFMR TRANSFORMER 
scA SCREW XSTR TRANSISTOR 
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Mfr. Code 


OO0AH 
QOOAL 
ooooL 
00779 
01295 


07111 
07322 
08261 
98806 


12327 
12624 
18488 


21335 


22526 
23499 


32674 


70485 
70958 
71041 
71400 


71468 
71590 


73743 
73803 


74445 
78037 


77250 


77342 
78189 


79136 
80009 
83385 
83501 


89663 


91741 
96881 
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CROSS INDEX—MFR. CODE NUMBER TO MANUFACTURER 


Manufacturer 


STANDARD PRESSED STEEL CO., UNBRAKO DIV, 
SAVA INDUSTRIES 
MATSUHITA ELECTRIC 
AMP, INC. 

TEXAS INSTRUMENTS, INC,, SEMICONDUCTOR 
GROUP 


“ 


PNEUMO DYNAMICS CORPORATION 

MINNESOTA RUBBER CO, 

SPECTRA-STRIP CORP. 

GENERAL ELECTRIC CO., MINIATURE 

LAMP PRODUCTS DEPARTMENT 

FREEWAY CORPORATION 

NORTON CO., TAPE DIV., SEALANT OPERATION 
CONNOR SPRING AND MFG. CO,, DIVISION 
OF SLOSS AND BRITTAIN 

FAFNIR BEARING COMPANY, DIVISION OF 
TEXTRON INC. 

BERG ELECTRONICS, INC. 

GAVITT WIRE AND CABLE, DIVISION OF 

RSC INDUSTRIES, INC. 

GRAPHIC CONTROLS CORPORATION, TECHNICAL 
PRODUCTS AND INSTRUMENTS DIVISION 
ATLANTIC INDIA RUBBER WORKS, INC. 
BERGEN WIRE ROPE CO. 

BOSTON GEAR, DIV. ROCKWELL INTL. 
BUSSMAN MFG., DIVISION OF MCGRAW- 
EDISON CO. 

ITT CANNON ELECTRIC 

CENTRALAB ELECTRONICS, DIV. OF 
GLOBE-UNION, INC. 

FISCHER SPECIAL MFG. CO. 

TEXAS INSTRUMENTS, INC., METALLURGICAL 
MATERIALS DIV. 

HOLO-KROME CO. LA 

MINNESOTA MINING AND MFG. CO., ELECTRO 
PRODUCTS DIVISION 

PHEOLL MANUFACTURING CO., DIVISION 

OF ALLIED PRODUCTS CORP. 

AMF, ICN., POTTER AND BRUMFIELD DIV. 
ILLINOIS TOOL WORKS, INC. 

SHAKEPROOF DIVISION 

WALDES, KOHINOOR, INC. 

TEXTRONIX, INC. 

CENTRAL SCREW CO. 

GAVITT WIRE AND CABLE, DIVISION OF 

RSC INDUSTRIES, INC. 

REESE, J. RAMSEY, INC. 

NASHUA CORPORATION, GUBELMEN CHARTS DIV. 
THOMSON INDUSTRIES, INC. 


Address 


8535 DICE ROAD 

PO BOX 150 

200 PARK AVENUE, 54TH FLOOR 
PO BOX 3608 


PO BOX 5012, 13500 N. CENTRAL 
EXPRESSWAY 

4800 PRUDENTIAL TOWER 

3630 WOODDALE AVENUE 

7100 LAMPSON AVE. 


NELA PARK 
9301 ALLEN DRIVE 
12 BENNETT DRIVE 


831 MONTEREY PASS RD. 


37 BOOTH STREET 
YOUK EXPRESSWAY 


455 N. QUINCE ST. 


2 SPRINGDALE ROAD 
571 W. POLK ST. 
1234 GREGG ST. 
14 HAYWARD STREET 


2536 W. UNIVERSITY ST. 
666 E. DYER RD. 


P O BOX 858 
446 MORGAN ST. 


34 FOREST STREET 
31 BROOK ST. WEST 


3M CENTER 


5700 W. ROOSEVELT RD. , 
1200 EB BROADWAY, P O BOX 522 


ST. CHARLES ROAD 
47-16 AUSTEL PLACE 
P. 0. BOX 500 
2530 CRESCENT DR. 


CENTRAL ST. 

71 MURRAY STREET 
100 E KINNEY STREET 
1029 PLANDOME ROAD 


City, State, Zip 


SANTA FE SPRINGS, CA 90670 
POMPTON LAKES, NJ 07442 
NEW YORK, NY 10017 
HARRISBURG, PA 17105 


DALLAS, TX 75222 
BOSTON, MA 02199 
MINNEAPOLIS, MN 55416 
GARDEN GROVE, CA 92642 


CLEVELAND, OH 44112 
CLEVELAN, OH 44125 
GRANVILLE, NY 12832 


MONTEREY PARK, CA 91754 


NEW BRITAIN, CT 06050 
NEW CUMBERLAND, PA 17070 


ESCONDIDO, CA 92025 


CHERRY HILL, NJ 08003 
CHICAGO, IL 60607 
LODI, NI 07644 
QUINCY, MA 02172 


ST. LOUIS, MO 63107 
SANTA ANA, CA 92702 


FORT DODGE, IA 50501 
CINCINNATI, OH 45206 


ATTLEBORO, MA 02703 
HARTFORD, CT 06110 


ST. PAUL, MN 55101 


CHICAGO, IL 60650 
PRINCETON, IN 47570 


ELGIN, IL 60120 

LONG ISLAND CITY, NY 12101 
BEAVERTION, OR 97077 
BROADVIEW, IL 60153 


BROOKFIELD, MA 01506 
NEW YORK, N¥ 10007 
NEWARK, NI 07105 
MANHASSET, NY 11030 


Fig. & 
Index 


=2 
~3 


~4 


-13 
-14 


“15 


-16 
17 


~18 


~19 


22 
23 
-24 
~25 


-26 
-27 
~28 


29 
~30 
31 
“32 


-33 
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Tektronix Serial/Model No 
PartNo. — Eff Dscont Qty 12345 Name & Description 
386-3393-00 1 PLATE,TRIM: 
(ATTACHING PARTS) 
211-0098-00 2 SCR,CAP,SOC HD:4-40 X 0.375 INCH,STL 
Pe ene ee 
368-4644-00 1. CKT CARD:ELECTROSTATIC HOLDDOWN 
(ATTACHING .PARTS) 
211-0227-00 2 SCREW,MACHINE:4-40 X 0,25" SOC BUT HD 
Scheu e ete 
175-1967-00 1 CA ASSY,SP,ELEC:2,26 AWG,9.0 L 
131-0621-00 3°. CONTACT, ELEC:0.577"L,22-26 AWG WIRE 
352-0199-01 1 =. CONN BODY,PL,EL:3 WIRE BROWN 
175-0825-00 FT . WIRE,ELECTRICAL:2 WIRE RIBBON,O.542 FT L 
342-0245-00 1 =INSUL,HV LEADS:1,.230 IN LONG,PLASTIC 
386-3115-00 1 SUPPORT, PLATE: 
(ATTACHING PARTS) 
210-0458-00 7 =NUT,PLAIN, EXT W:8-32 X 0.344 INCH,STL 
eee tee 
124-0325~00 1) STRIP,TRIM:FRONT 
(ATTACHING PARTS) 
210-0458-00 3 NUT, PLAIN, EXT W:8-32 X 0.344 INCH, STL 
Senses 
351-047B8-00 1 GUIDE,PAPER: 
386-3411-00 1 SUPPORT, PLATEN:13.646 L,CHANNEL 
(ATTACHING PARTS) 
210-0458-00 6 NUT,PLAIN,EXT W:8-32 X 0.344 INCH,STL 
Sab ceie Ges c 
426-0568-00 8 FR,PUSHBUTTON:PANEL MOUNT 
333+2077-00 1 PANEL,FRONT: 
{ATTACHING PARTS) 
211-0626-00 3 SCREW,CAP:6-32 X 0,312,BTN HD,STL,BX 
a 
334-2628-00 8010100 B010346 1 PLATE, IDENT:MARKED CAUTION VOLTAGE 
334-2628-01 8010347 1 PLATE, IDENT:MARKED CAUTION VOLTAGE 
(ATTACHING PARTS) 
211-0626-00 xB010347 » 2 SCREW,CAP:6~32 X 0,312,BTN HD,STL,BK OXD HEX 
210-0457-00 XB010347 * 2) NUT,PL,ASSEM WA:6~32 X 0.312, INCH STL 
wee we Xe ee 
380-0465-01 1 HOUSING, PLOTTER: 
(ATTACHING PARTS) 
211-0626-00 3 SCREW,CAP:6-32 X 0.312,BTN HD,STL,BX OXD 
tte ee 
614-0124-00 1 SUBPANEL ASSY: 
(ATTACHING PARTS) 
211-0504-00 2. SCREW,MACHINE:6-32 X 0.25 INCH,PNH STL 
etek 
cones coves - . SUBPANEL ASSEMBLY INCLUDES: 
131-0707-00 2. CONTACT, ELEC:0.48"L,22-26 AWG WIRE 
352~0169-00 1 =. CONN BODY,PL,EL:2 WIRE BLACK 
175~-0825-00 FT . WIRE,ELECTRICAL:2 WIRE RIBBON,O.708 FT L 
Peat Sesee 1. SWITCH,PUSH: (SEE $1005 EPL) 
(ATTACHING PARTS) 
211-0185-00 2 . SCREW,MACHINE:2-56 X 0.438",PNH,STL 
210-0405-00 2. . NUT,PLAIN,HEX.:2-56 X 0.188 INCH,BRS 
210-0001-00 2. WASHER,LOCK:INTL,O.092 ID X 0,18"0D,STL 
phe earner 
131-0707-00 6 . CONTACT,ELEC:0.48"L,22-26 AWG WIRE 
352-0164-01 1. CONN BODY,PL,EL:6 WIRE BROWN 
175-0829-00 FT . WIRE,ELECTRICAL:6 WIRE RIBBON,O.667 FT L 
386~-3454-00 1. - PLATE, RETAINING: JOYSTICK 
(ATTACHING PARTS) 
213-0264-00 4, SCREW,TPG,TF:4-24 X 0.625 PAN. STL 


ee eee 


Mtr 
Code 


80009 
OOOAH 
80009 
74445 
80009 
22526 
80009 
08261 
80009 
80009 
83385 
80009 
83385 


80009 
80009 


83385 


80009 
90009 


O00AH 


80009 
80009 


OOOAH 
83385 


80003 
OOOAR 
80009 
83385 
22526 


80009 
08261 


O7111 
73743 
78189 


22526 
80009 
83501 
80009 


83385 


Mfr Part Number 
396-3393-00 
OBD 
388-4644-00 
oap 
175~1967-00 
46231 
352-0199-01 
OBD 
342-0245-00 
386-3115-00 
oBD 
124-0325~00 
oBD 


351-0478-00 
386-3411~00 


OBD 


426-0568-00 
333-2077-00 


OBD 


334-2628-00 
334~2628-01 


OBD 
OBD 


380-0465-01 
OBD 
614-0124-00 
OBD 

47439 


352-0169-00 
OBD 


oBD 
2%12157-402 
1202~00-00-0541C 


47439 
352-0164-01 
TEK-175-0829-00 
386-3454-00 


OBD 


7-3 


Replaceable Mechanical Parts—4662 Service 


Name & Description 

















74 


+» BOOT,DUMR SEAL: JOYSTICK 
» JOYSTICK: (SEE R1005,R1007 EPL) 
« SWITCH, PUSH: (SEE S1001 EPL) 
(ATTACHING PARTS) 
« SCREW,MACHINE:6-32 X 0.312 INCH, PNH STL 
. NUT,PLAIN,EXT W:6-32 X 0.312 INCH,STL 
ee ete 


« INSULATOR,FILM:POWER SWITCH 


« LAMP, LED: (SEE CRL,10,15 EPL) 


« PUSH BUTTON:GRAY PLASTIC 


. CKT CARD ASSY:FRONT PANEL(SEE A2 EPL) 
{ATTACHING PARTS) 
. SCREW,MACHINE:4-40 X 0.25 INCH,PNH STL 


« NUT,PLAIN, EXT W:4~40 X 0.25 INCH,STL 


lS fete Ws et aS 
CKT CARD ASSEMBLY INCLUDES: 
SWITCH, PUSH: (SEE $20,25,30,35 EPL) 
SWITCH, PUSH: (SEE $50,55,75,80 EPL) . 
CONTACT SET,ELE:R ANGLE,0.150" L,STR OF 36 
CONTACT SET,ELE:R ANGLE,O.250” L,STR OF 36 
CONTACT,ELEC:FOR 0.02 INCH DIAMETER PIN 
. « FUSE,CARTRIDGE:0.25A,125V,FAST-BLOW 


« » FUSE,WIRE LEAD:1,5A,125V,0.1 SEC 


Fig. & 
Index Tektronix Serial/Model No. 
“No. PartNo. Eff Dscont Qty 12345 
1-34 348-0474~00 2 
-35 1 
~36 1 
~37 211-0507-00 a 
-38  210-0457-00 2 
-39  342+0320-00 1 
-40 © 200-2916-00 1. COVER,SWITCH: 
41 3 
42 366-1161-00 8 
43 meee eee 1 
-44 © 211-0008-00 6 
-45  210-0586-00 6 
~46 od DAs 
247 weeee wees oes 
48 © 131-1425-00 L.. 
131-1426-00 Lt Sh 
~49  136-0352-00 1 .. 
159-0090~00 2 
159-0141-00 3 
+50 386-3398-00 1. SUBPANEL,FRONT: 


Mfr 
Code 


80009 


$3385 
83385 


g0009 
80009 


80009 


83385 
78189 


22526 
22526 
00779 
71400 
71400 
80009 


ya 


Mfr Part Number - * 


348-0474~-00 


OBD 
OBD 


342-0320-00 
200-1916-00 


366-1161-00 


oBD 
OBD 


65521-136 
65275-004 
50872=2 
GAF 1/4 
GAF 1 1/2 
386~3398-00 
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( Fig. & 











index Tektronix Serial/Model No. Mtr 
No. PartNo. — Eff Dscont Qty 12345 Name & Description Code Mfr Part Number 
2-1 214-2359~-00 1 SLEEVE,CRP LOOP:0.015 - 0.022 DIA CA,0.25 L OOOAIT SAVA~702 
-2 214-2001-00 FT WIRE CORD:0.018 OD,PLSTC COVRD,10 FT L 70988 26.1 
{ATTACHING PARTS) 
-3 211-0626-00 2 SCREW,CAP:6-32 X 0.312,BTN HD,STL,BK QCOOAH OBD 
4 210+1263-00 2 WASHER, KEY:0.156 ID X 0.375 OD,STL,W/TAB 80009 210~1263-00 
-5  —- 210-1262-00 2. WASHER,FLAT:0.141 ID X 0,125 THK,AL 80009 210~1262-00 
owls eet ee ale 2 
-6 214-2360-00 1 SLEEVE,CRP LOOP:0.027 - 0.038 DIA CA,0.28 L QOOAL SAVA-730 
-7 214-2002-00 FT WIRE CORD:0.034 OD,PLSTC COVRD,10 FT L 70958 90.1 
(ATTACHING PARTS) 
-8 211-0626-00 3  SCREW,CAP:6-32 X 0.312,BTN HD,STL,BK OOOAH OBD 
-9 —-210-1263-00 2 WASHER, KEY:0.156 ID X 0.375 OD,STL,W/TAB 80009 220-1263-00 
-10 — 210-0803~-00 3. WASHER, FLAT:0,.15 ID X 0.375 INCH OD,STL 12327 OBD 
were Xeon ow 
401-0274+01 6 PULLEY,GROOVED:WITH BEARING 80009 402-0274-01 
(ATTACHING PARTS FOR EACH) 
-1ll 211-0025-00 1. SCREW,MACHINE:4~40 X 0.375 100 DEG,FLH STL 83385 OBD 
-12 210+0994-00 1 WASHER,FLAT:0,125 ID X 0.25" OD,STL 83385 OBD 
Le oe eked 
ween sone - . EACH PULLY INCLUDES: 
-13 401-0321-00 1. BRG,BALL GUIDE:X-Y AXIS 21335 OBD 
“14 401-0274-02 1. PULLEY,GROOVED:0.368 ID X 1.0 OD,PLASTIC 80009 401-0274-02 
401-0274-01 3 PULLEY,GROOVED:WITH BEARING 80009 401-0274-01 
(ATTACHING PARTS FOR EACH) 
-15  211-0106-00 1 SCREW,MACHINE:4-40 X 0.625"100 DEG,FLH,STL 83365 OBD 
-16  361-0668-00 1 SPACER, SLEEVE: 80009 361-0668-00 
oe 
weeee weno - . EACH PULLY INCLUDES: 
-17  401-0321-00 1. BRG,BALL GUIDE:X-Y AXIS 21335 OBD 
-18  401-0274-02 1. PULLEY,GROOVED:0.368 ID X 1.0 OD,PLASTIC 80009 401-0274-02 
-19  124-0304-00 1 STRIP, TRIM: 80009 124-0304-00 
( (ATTACHING PARTS) . 
-20 211-0025-00 2 SCREW,MACHINE:4-40 X 0,375 100 DEG,FLH STL 83385 OBD 
-21  210-0994~00 } 4 WASHER, FLAT:0.125 ID X 0.25" OD,STL 83385 OBD 
ew He ewe 
401~0274-01 2 PULLEY,GROOVED:WITH BEARING 80009 401-0274-01 
ween aene - . BACH PULLY INCLUDES: 
-22 401-0321-00 1. BRG,BALL GUIDE:X-¥ AXIS 21335 BD 
-23 401-0274-02 1 . PULLEY,GROOVED:0.368 ID X 1.0 OD,PLASTIC g0009 401-0274-02 
-24  131-0861-00 2 CONTACT, ELEC:QUICK DISCONNECT 00779 42617-2 
~25 352-0169-01 1 CONN BODY,PL,EL:2 WIRE BROWN 80009 352-0169-01 
26 131-0707-00 2 CONTACT, ELEC:0,48"1,22-26 AWG WIRE 22526 47439 
-27 175-0863-00 FT CABLE,SP,ELEC:2 WIRE RIBBON,O.417 FT L 80009 175-0863-00 
928 0 cee cee 1 LOUDSPEAKER, PM: (SEE LS1001) 
(ATTACHING PARTS) 
=29 211-0511-00 4 SCREW,MACHINE:6-32 X 0.50 INCH,PNH STL 83385 OBD 
-30 210-0457-00 4 NUT,PLAIN,EXT W:6-32 X 0.312 INCH,STL 83385 OBD 
a ed 
-31  401-0275-00 1 PULLEY, FLAT: Y-AXIS 80009 401-0275-00 
(ATTACHING PARTS) 
-32 213-0022-00 2 SETSCREW:4-40 X 0.188 INCH,HEX SOC STL 74445 OBD 
ee 
147-0040-02 1 MOTOR,DC:MOTOR W/PINS AND HOUSING 80009 147-0040-02 
(ATTACHING PARTS} 
33 212-0509-00 4 SCREW,MACHINE:10-32 X 0.625INCH,PNH STL 83385 OBD 
-34 220-0759-00 4 WNUT,SLEEVE:10-32 X 0.375 HEX,0.58 L 80009 220-0759-00 
-35 348-0459-00 8 MOUNT, RESILIENT:MOTOR,O.25 ID X 0.5 OD 80009 348~-0459-00 
Seah ae ter 
cance aon - . MOTOR INCLUDES: 
-36  352-0164-01 1. CONN BODY,PL,EL:6 WIRE BROWN 80009 352-0164-01 
-37  131-0707~00 8 . CONTACT,ELEC:0.48"L,22-26 AWG WIRE 22526 47439 
|: 1. MOTOR,DC: (SEE B1003 EPL), Y-AXIS 





Replaceable Mechanical Parts—4662 Service 


Fig. & 
Index Tektronix Serial/Model No. 
No. PartNo. Eff Dscont ty 
2-39  401-0278-00 1 
=40 213-0048-00 2 
147-0040-02 1 
-41 — 212-0509-00 4 
“42 220-0759~00 4 
“43 348-0459-00 8 
“44 352-0164-01 1 
“45  131-0707-00 a 
HAG mnmee ennee 1 
“47 159-0019-00 BOlO100 BO20422 2 
“48 352-0136-00 BO10100 B020422x 1 
~49  211+0097-00 010100 B020422x 2 
401-0279-01 2 
“50  211-0025-00 1 
“51 401-0321-00 1 
=52  401-0279-02 1 
+53 407-1456~00 1 
“54 —-211-0008~-00 2 
“55  386-3585~-00 1 
“56 211-0804~00 2 
“57 213-0113-00 4 
“58 —401-0245-00 1 
“59 214-2456~-00 z 
“60  381-0353~00 1 
“61 213-0048-00 2 
“62  401-0300-00 1 
“63  210-0801-00 1 
352-0430-02 1 
“64 .211-0504~00 2 
“65 — 352+0430-00 2 
“66  213-0022-01 2 
~67 214-2332-00 l 
“68 — 212-0069-00 2 
“69  361-0754-00 L 
-70 211-0245-00 2 
-71  210-0405-00 2 


12345 


PULLEY , FLAT :X~AXIS 

(ATTACHING PARTS) 
SETSCREW:4-40 X 0,125 INCH,HEX SOC STI 

ee ee ed 

MOTOR,DC:MOTOR W/PINS AND HOUSING 

{ATTACHING PARTS) 
SCREW ,MACHINE:10-32 X 0.625INCH,PNH STL 
NUT, SLEEVE:10-32 X 0.375 HEX,0,58 L 
MOUNT, RESILIENT: MOTOR,0.25 ID X 0.5 OD 


Name & Description 





» MOTOR INCLUDES: 
+ CONN BODY,PL,EL:6 WIRE BROWN 
« CONTACT, ELEC:0.48"L,22-26 AWG WIRE 
- MOTOR,DC: (SEE 81005 EPL)X-AXIS 
FUSE, CARTRIDGE: 3AG,1A,250V,SLOW BLOW 
FUSEHOLDER: TEFLON 
(ATTACHING PARTS) 
SCREW,MACHINE:4-40 X 0.312 INCH,PNH STL 
ae oie oc 
PULLEY ,GROOVED:WITH BEARING 
(ATTACHING PARTS FOR EACH) 
SCREW, MACHINE:4-40 X 0.375 100 DEG,FLH STL 
ee ee 
» EACH PULLY INCLUDES: 
« BRG,BALL GUIDE:X-¥ AXIS 
+» PULLEY,GROOVED:0,368 ID X 1.0 OD,PLASTIC 
BRACKET, ANGLE:CARRIAGE END 
(ATTACHING PARTS) 
SCREW,MACHINE:4-40 X 0.25 INCH,PNH STL 
ed 
PLATE ,MOUNTING :END CARRIAGE 
(ATTACHING PARTS) 
SCREW,MACHINE:6~-32 X 0.25 INCH,PNH STL 
SCR,TPG,THD FOR:2-32 X 0.312 INCH,PNH STL 
a 
BEARING , SLEEVE :X-AXIS 
SPR,HL CL,TRSN:0.125 ID X 0,11 L,0.018 DIA 
BAR, PEN ACTG:0.125 X 2.782 INCH LONG 
(ATTACHING PARTS) 
SETSCREW:4-40 X 0,125 INCH,HEX SOC STL 
CAM,PEN BAR: 
WASHER, FLAT:0.14 ID X 0,281 OD NP STL 
eee Ree 
HOLDER ASSY,PEN: 
(ATTACHING PARTS) 
SCREW,MACHINE:6-32 X 0.25 INCH,PNH STL 


. PEN ASSEMBLY INCLUDES: 
', HOLDER, PEN: 
(ATTACHING PARTS) 
» SETSCREW:4-40 X 0.188 HEX SOC STL 
ee a ed 
. SPRING,PEN ACTR: 
(ATTACHING PARTS) 
« SCREW,MACHINE:2~56 X 0.125 INCH,PNH STL 
oe? 
» SPACER,SPRING: 
(ATTACHING PARTS) 
“56 X 0.562,FLH,100 DEG 
2-56 X 0.188 INCH,BRS 


ere rere 


. SCREW,MACHINE 
. NUT,PLAIN,H 








Mfr 
Code 


80009 
74445 
80009 
83385 


80009 
90009 


80009 
22526 


71400 
80009 


83385 
80009 
83385 
21335 
80009 
80009 
83385 
80009 


83385 
83385 


80009 
18488 
80009 
74445 
80009 
12327 
80009 


83385 


80009 
74445 
80009 
77250 
80009 


83385 
73743 


Mfr Part Number 
401-0278-00 


OBD 
147-0040-02 
OBD 


220~-0759-00 
348-0459-00 


352-0164-01 
47439 


MDLI 
352-0136-00 


OBD 
401-0279-01 
OBD 
OBD 
401-0274-02 
407-1456~00 
OBD 
386~-3585~00 


OBD 
oBD 


401-0245-00 
OBD 
381-0353-00 
OBD 
401-0300-00 
oBD 
352-0430-02 


oBD 


382-0430-00 
OBD 
214+2332-00 
OBD 
361-0754-00 


OBD 
2x12157~-402 


* 


C 








Fig. & 
Index Tektronix Serial/Model No. 
No. PartNo. — Eff Dscont 
2-72  351-0406~-00 
-73 © -212-0081~01 
“74 210-0405-00 
361-0680-00 
+75  349-0408-00 
776 214-2179-00 
401-0279-01 
~77  401-0321-00 
-78  401-0279-02 
-79  384-0951-00 
401~0306-01 
-80 401-0321~-00 
~81  401-0306-00 
“82 384-1272-00 
“83 © 386-3104-00 
“84  384-1443-00 
“85  384-1262-00 
-86  212-0509-00 
-87 — 210-0010-00 
-88  352-0169-00 
“89  131-0707-00 
~90  644-0096-00 
-91  220-0725~00 
92 348~0412-00 
93  380-0424-00 
-94  358-0216~00 
401~0279-01 
+95  211-0102-00 
96  166-0024-00 
-97 — 401~0321-00 
=98 401-0279-02 
105-0598-03 
-99 401-0305-00 
-100 105-0723-00 
~101 210-0407-00 
7102 644-0097-00 
-103 211~0504-00 
-104 343+0493-00 
+105 105-0598-01 
-106 211-0008-00 
-107 210-0994-00 
~108 402~0301-00 
-109 354-0390-00 
-110 210-0840-00 
@ 


Replaceable Mechanical Parts--4662 Service 


Qty 12345 Name & Description 


1 


MNEPN EH IPO NPE Pie Oe 


Po Pee RHE PR NR PEN PNR NN 


N 


. SLIDE HALF ,PEN: 

(ATTACHING PARTS) 
SCREW ,MACHINE:2-56 X 0.562 INCH,PNH,STL 
NUT, PLAIN, HEX. :2-56 X 0.188 INCH,BRS 
« BUSHING, ECC: 


PAD, PRESSURE :X-AXIS SLIDE 
SPRING,FLAT:PRESSURE PAD 
PULLEY,GROOVED:WITH BEARING 

+ EACH PULLY INCLUDES: 

» « BRG,BALL GUIDE:xX-Y AXIS 

» « PULLEY,GROOVED:0,368 ID X 1.0 OD,PLASTIC 
. SHAFT,CAM SW: 

« ROLLER,SLIDE:WITH BEARING 

+ « EACH PULLY INCLUDES; 

« » BRG,BALL GUIDE:X-¥ AXIS 

« » ROLLER,SLIDE:0,53 DIA Y-AXIS 
» SHAFT, PULLEY: Y-AXIS 

PLATE,SL BODY :Y~AXIS 

« SHAFT,SLIDE:12.375 L xX 0.249 OD 
SHAFT, CARRIAGE: 


(ATTACHING PARTS) 
SCREW ,MACHINE:10-32 X 0.625INCH,PNH STL 
WASHER, LOCK:INT,0.20 ID X 0.376" OD,STL 
eee Hh ee 
CONN BODY,PL,EL:2 WIRE BLACK 
CONTACT, ELEC:0.48"L,22~26 AWG WIRE 
SOLENOID, ASSY: 
(ATTACHING PARTS) 
NUT,PLAIN, ROUND:0.250 X 0.250,3-48 THD 
PAD, CUSHIONING: SHOCK MOUNT 
HSG,CUSHION PAD:0.5 Ip X 1.0 OD 
mee He ww 
BUSHING, ,PLASTIC:0.257 ID X 0.412 INCH OD 
PULLEY,GROOVED:WITH BEARING 
(ATTACHING PARTS FOR EACH) 
SCREW,MACHINE:4-40 X 0.500", FLH,STL 
SPACER, SLEEVE:0.133 ID X 0.125 INCH L,BRS 
a ed 
+ EACH PULLY INCLUDES: 
» BRG,BALL GUIDE:X-Y AXIS 
« PULLEY,GROOVED:0,.368 ID X 1.0 OD,PLASTIC 
ACTR,PEN HLDR: 
» BEARING,SLV:0,125 ID X 0,250 OD X 0.125"L 
« STOP,ACTUATOR:MICRO SWITCH 
(ATTACHING PARTS) 
NUT, PLAIN, HEX. :6~32 X 0,25 INCH,BRS 


wen et newe 


. ACTR,LINK ASSY: 
(ATTACHING PARTS) 
« SCREW, MACHINE :6-32 X 0.25 INCH,PNH STL 
. RETAINER, SHAFT: 
ee 
. ACTR,PEN BAR: 
(ATTACHING PARTS) 
. SCREW,MACHINE:4-40 X 0,25 INCH,PNH STL 
. WASHER,FLAT:0.125 ID X 0.25" OD,STL 
cee Sees 
» CAM,PEN ACTR: 
(ATTACHING PARTS) 
. RING, RETAINING:0.338 ID X 0,025" THK,STL 
WASHER, FLAT:0.39 ID X 0.562 INCH OD,STL 


eee eee 


Mfr 
Code 


80009 


80009 
73743 
80009 


80009 
80009 
80009 


21335 
80009 
g0009 
80009 


21335 
80009 
80009 
80009 
80009 
80009 


83385 
78189 


80009 
22526 
90009 


80009 
80009 
80009 


80009 
80009 


83385 
71590 


21335 
80009 
80009 
71041 
80009 
73743 
80009 


83385 
80009 


80009 


83385 
83385 


80009 


79136 
89663 


Mfr Part Number 
351-0406-00 


211~-0082~-01 
2X12157-402 
361-0680-00 


348~-0409-00 
214-2179-00 
401-0279-01 


ond 

401-0274-02 
384+0951-00 
401~0306-01 


oBD 

401-0306-00 
384-1272-00 
386-3104-00 
384-1443-00 
384-1262-00 


OBD 
1210-00-00-0541¢C 


352-0169-00 
47439 

644-0096~00 
220-0725-00 
348-0412-00 
380-0424-00 


358-0216-00 
401-0279-01 


OBD 
P1646XS 


OBD 
401-0274~02 
105-0598~-03 
B24-1 
105-0723~00 
3038+0228-402 
644-0097-00 


OBD 
343-0493-00 


105-0598-01 


oBD 
OBD 


401-0301~-00 


$100-37MD 
644R 


7-7 


fr 


Replaceable Mechanical Parts—4662 Service 





Fig. & 
Index Tektronix Serial/Model No. Mfr 
No. PartNo. Eff Dscont Qty 12345 Name & Description Code Mfr Part Number 
2-111 351-0425-01 1. SLIDE,CARRIAGE: 80009 351-0425~01 
(ATTACHING PARTS) 
+112 211-0225-00 2, SCR,CAP,SOC HD:4-40 X 0.312 INCH,STL OOOAH oBD 
7113 213-0218-00 1. SETSCREW:6-32 X 0,25 INCH,HEX SOC STL 74445 OBD 
: ainise Besa eS 
-114 4401-0298-00 1. BRG,BALL,LIN MO:0.51 ID x 0.875 OD X 1.25" 96881 OBD 
-115 384-0953~00 1 SHAFT,CARRIAGE: 80009 384~0953-00 
{ATTACHING PARTS) 
“116 212-0509-00 2 SCREW,MACHINE:10-32 X 0.625INCH,PNH STL 83385 OBD 
“117° 210-0010-00 2 WASHER, LOCK:INT,O.20 ID X0,376" OD,STL 78189 1210-00-00-0541C 
mew Bem we 
“118 426+1265-00 1 FRAME SECT,CAB, :RIGHT 80009 426-1265-00 
(ATTACHING PARTS) 
212-0023-00 3. SCREW,MACHINE:8+32 X 0.375 INCH,PNH STL 83385 OBD 
were Rew oo 
-119  426~-1266-00 1 FRAME SECT,CAR, :LEPT 80009 426~1266--00 
(ATTACHING PARTS) 
212-0023-00 3. SCREW,MACHINE:8-32 X 0.375 INCH,PNH STL 83385 OBD 


Pe eee 


oe 


Replaceable Mechanical Parts—4662 Service 








Fig. & 
Index Tektronix Serial/Model No. Mfr 
No. PartNo. Eff Oscont Qty 12345 Name & Description Code Mfr Part Number 
3-1 348-0150-00 1 GROMMET, PLASTIC:U-SHAPE GRAY PLASTIC 80009 348-0150-00 
-2 343-0400-00 1 CLAMP, CABLE: 80009 343-0400-00 
{ATTACHING PARTS) 
-3 210-0586-00 2 NUT,PLAIN,EXT W:4-40 X 0,25 INCH,STL 78189 OBD 
Suieiva A Soe 
-4 352-0169-02 1 = CONN BODY,PL,EL:2 WIRE RED 80009 352-0169-00 
5 131-0707-00 2 CONTACT, ELEC:0.48"L,22-26 AWG WIRE 22526 47439 
~6 175~-0825-00 FT WIRE,ELECTRICAL:2 WIRE RIBBON,O.542 FT L 08261 OBD 
~7 sane aman 1 SWITCH, PUSH: (SEE $1003 EPL) 
(ATTACHING PARTS) 
-8 — 211-0034~00 2  SCREW,MACHINE:2-56 X 0.50 INCH,PNH 83385 OBD 
-9 — 210-0405-00 4 NUT,PLAIN,HEX. :2~S6 X 0.188 INCH,BRS 73743 2x12157~402 
-10 — 210-0001-00 4 WASHER, LOCK: INTL,0.092 ID X 0.18"0D,STL 78189 1202-00-00-0541¢ 
eee te 
-11  348-0055-00 1 GROMMET, PLASTIC:0.25 INCH DIA 80009 348-0055-00 
-12  200-1867-00 1 COVER,CKT CARD: PROTECTIVE 80009 200~1867-00 
(ATTACHING PARTS) 
-13  212-0511-00 4 SCREW,MACHINE:6-32 X 0,50 INCH,PNH STL 93385 OBD 
ee oy 
-14  352-0162-01 1 CONN BODY,PL,EL:4 WIRE BROWN 80009 352-0162-02 
-15 131-0707-00 4 CONTACT, ELEC:0.48"L,22-26 AWG WIRE 22526 47439 
+16 175-0827-00 FT WIRE,ELECTRICAL:4 WIRE RIBBON,0.583 FT L 08261 TEK-175~0827-00 
“17 131-0771-00 1 CONNECTOR, RCPT,:4 CONT,QUICK DISCONNECT 80009 131-0771-00 
{ATTACHING PARTS) 
220-0551~00 1 NUT,PLAIN,HEX:9MM X 0.437 INCH 80009 220-0551-00 
Po ee ed 
-18  131-0833-00 1 CONNECTOR, PLUG, :34 CONTACTS 75037 3414 
175-1936-00 1 CA ASSY,SP,ELEC:20-26 AWG,13.0" L 80009 175-1936-00 
-19 — 352-0453~-00 2. . CONN BODY,PL,EL:DBL ROW,10 MOLD BLK PLA STIC 22526 65043-027 STYLE 
-20 131-+0707-00 40 . CONTACT, ELEC:0,48"L,22-26 AWG WIRE 22526 47439 
-21  175-0833-00 FT . WIRE,ELECTRICAL:10 WIRE RIBBON,13 IN L 23499 TEK-175-0833-00 
9220 eerne omen 1 CKT CARD ASSY:PLOTTER(SEE Al EPL) 
(ATTACHING PARTS) 
«23 211-0626~-00 4 SCREW,CAP:6-32 X 0.312,BIN HD,STL,BK QOOAH oBD 
=24  211-0207-00 » 12 SCR,ASSEM WSHR:4-40 X 0,312 INCH,PNH STL 83385 OBD 
en ee 
os wenne ~ . CKT CARD ASSY INCLUDES: 
-25  124-0321-00 1. TERMINAL STRIP:CIRCUIT CARD,6 TAB 80009 124~0321-00 
-26  124-0318-00 3. TERMINAL STRIP:CIRCUIT CARD,14 TAB 80009 124-0318-00 
=27 124-0322-00 2 . YERMINAL STRIP:CIRCUIT CARD,16 TAB 80009 124-0322-00 
-28  124-0316-00 9 . TERMINAL STRIP:CIRCUIT CARD,17 ‘TAB 80009 124-0316-00 
=29  131-0566-00 1. LINK, TERM.CONNE:0.086 DIA X 2.375 INCH L 00001 ERD-18T0 
-30 131-0608-00 157, CONTACT, ELEC:0.365 INCH LONG 22526 47357 
“31 131-0813-00 1. CONN,RCPT,ELEC:D SERIES,25 MALE 71468 DB25P-H 
(ATTACHING PARTS) 
+32 131-0890-00 2. . LOCK,CONNECTOR:4-40 X 0,312 L 71468 D 20418-2 
33 210-0994~00 010100 BO20206K 2 . WASHER, FLAT:0,.125 ID X 0.25" OD,STL 83385 -OBD 
Sel ce na 
~34  131-0971-00 1. CONN,RCPT,ELEC: 71468 DB25S-19 
(ATTACHING PARTS) 
+35  131~0890-00 2. LOCK,CONNECTOR:4-40 X 0,312 L 71468 D 20418-2 
~36 210-0994-00 8010100 BO020206X 2 . WASHER,FLAT:0.125 ID X 0,25" OD,STL 83385 OBD 
See Wane 
-37  386-3397-00 1. PLATE,CONN MTG: 80009 386~3397-00 
38 386-3370-01 1, PLATE,CONN MTG:REAR,W/HARDWARE 80009 386~3370-01 
136-0260-02 11°. ~SOCKET,PLUG-IN:16 CONTACT,LOW CLEARANCE 01295 ©C931602 
-39 136-0260-02 20 . SOCKET,PLUG-IN:16 CONTACT,LOW CLEARANCE 01295 €931602 
~40 = — senn= 1 =. RELAY,ARMATURE: (SEE K706 EPL) 
-41 136-0393-00 1. SOCKET,PLUG-IN:16 PIN 77342 «27E129 
~42 136-0578-00 16 . SOCKET,PLUG-IN:24 DIP,LOW PROFILE 01295 €932402 
43 136~-0623~00 1. SOCKET,PLUG-IN:40 DIP,LOW PROFILE 73803 ©934002 
@ 7-9 


‘Replaceable Mechanical Parts—-4662 Service 


























Fig. & 
Index Tektronix Serial/Model No. 
No. PartNo. Eff Dscont Qty 12345 Name & Description 
3444 16 . TRANSISTOR: (SEE 981,091 ,994,Q181,0191,0193, 
=. 9291,9481,0582,0584 ,0587 ,0593 ,0593 ,0596 ,0691 
- . 9785,0793 EPL) 
(ATTACHING PARTS FOR EACH) 
-45  211-0097-00 1. SCREW,MACHINE:4-40 X 0,312 INCH,PNH STL 
“46 210-0406~00 1. NUT,PLAIN, HEX. :4-40 X 0.188 INCH,BRS 
+47 210-1122-00 1. WASHER, LOCK:0,.228 ID X 0.375 INCH OD,STL 
ee ne 
-48 253~-0135-00 Fr . PLASTIC STRIP:PRESS,SENS,ADH CTD BS,0.250' L, 
“49 — 131-0993-00 1. LINK, TERM,CONNE:2 WIRE BLACK 
129-0583-00 3. SPACER,POST:0,.59 L,W/4-40 THD,PLSTC 
~50  200-0582-00 1 CAP,ELECTRICAL: 
-51 200-0237-03 1 INS HOOD,INS:FUSE HOLDER,BLACK PLASTIC 
52 352-0010-00 1 FUSEHOLDER:WITH HARDWARE 
“53 210-0873-00 1 WASHER, NONMETAL:0.5 ID X 0.688 INCH OD,NPRN 
~S4 i= 1 FILTER,RFI: (SEE FLLOOL EPL) 
(ATTACHING PARTS) 
+55  211-0198-00 2 SCREW,MACHINE:4-40 X 0.438 INCH,RDH NYLON 
+56 210-0586-00 2 NUT,PLAIN, EXT W:4=40 X 0,25 INCH,STL 
wee eo ®e wo 
57 334-2332-00 1. MARKER, IDENT:DANGER, VOLTAGE IN THIS AREA 
“58 334-2739-00 1 MARKER, IDENT:MARKED UL 
334-2939-00 1 
334-2558-00 1 MARKER, IDENT:115V 
334-2560-00 | MARKER, IDENT:230V 
59 © 131-1864-01 2 LINK, TERM.CONNE:2.22 AWG,3.751 
-60 352-0199-02 1 CONN BODY,PL,EL:3 WIRE RED 
-61 131-0621-00 3 CONTACT ,ELEC:0.577"L,22-26 AWG WIRE 
62 teen come 1 XFMR,PWR,STPDN: (SEE T1001 EPL) 
(ATTACHING PARTS) 
-63 212-0023-00 4 SCREW,MACHINE:8-32 X 0.375 INCH,PNH STL 
-64  212-0509-00 2  SCREW,MACHINE:10-32 X 0.625INCH,PNH STL 
“65  210-0010-00 6 WASHER, LOCK:INT,0,20 ID xX0.376" OD,STL 
“66 — 129-0606-00 2 SPACER, POST:0.91,W/10-32 THRU THD,AL 
r] ee 
“67 210-0202-00 ‘2 TERMINAL, LUG:SE #6 
(ATTACHING PARTS FOR EACH) 
“68 211-0504~00 1 SCREW,MACHINE:6-32 X 0.25 INCH,PNH STL 
a 
-69 343-0401-01 2 RETAINER, CLIP: 
175-1937-00 1 CA ASSY,SP,ELEC:20,26 AWG,4,0" LONG 
=70 352-0330-02 2 . CONN BODY,PL,EL:DBL ROW,10,MOLD BLK PLASTIC 
+71 131-0707-00 40 . CONTACT, ELEC:0.48"L,22-26 AWG WIRE 
-72 175+0833-00 Fr . WIRE,ELECTRICAL:10 WIRE RIBBON,0.670 FT L 
cceee omens 1 CKT CARD ASSY:POWER SUPPLY (SEE A3 EPL) 
(ATTACHING PARTS) 
-73 211+0510-00 4 SCREW,MACHINE:6~32 X 0.312 INCH,PNH STL 
wae ew Re ew 
SSene Sees - , CKT CARD ASSY INCLUDES: 
a 3. . TRANSISTORS: (SEE 951,0451,0651 EPL) 
(ATTACHING PARTS FOR EACH) 
-75 211-0025-00 1. SCREW,MACHINE:4-40 X 0.375 100 DEG,FLH sTL 
76 210-0406-00 1. NUT,PLAIN, HEX -40 X 0.188 INCH,BRS 
77 210-1122-00 1 =, WASHER,LOCK:0.228 ID X 0.375 INCH OD,STL 
me ag iS a 
-78 1, TRANSISTOR: (SEE Q151 EPL) 
(ATTACHING PARTS) 
-79 211-0025-00 1. SCREW,MACHINE:4-40 X 0.375 100 DEG,FLH sTL 
80 210-0406-00 1. NUT,PLAIN, HEX ~40 X 0.188 INCH,BRS 
-8l 210-1171~00 1, WSHR,SHOULDERED:0.116 ID X 0.138 INCH oD 
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eee RS Se ie 


Mfr 
Code 


83385 
73743 
78189 


12624 
00779 
80009 
71400 
80009 
71.400 
70485 


77250 
78189 


80009 
90009 
80009 
80009 
0009 
80009 
80009 
22526 


a3385 
83385 
78189 
0009 


78189 
$3385 
80009 
90009 


22526 
22526 


“23499 


83385 


83385 
73743 
78189 


83385 
73743 
08806 


Mfr Part Number 


oBD 
2x12161-402 
4704-04-02 


v592-1/2 
530153~2 
129-0583-00 
9435 1-2 
200-0237-03 
REPL 

OBD 


OBD 
OBD 


334-2332-00 
334-2739-00 
334-2939-00 
334~2358-00 
334~2560-00 
131~1864-01 
352~-0199-02 
46231 


oBD 
OBD 


1210-00-00~-0541C _ 


129-0606-00 
2104-06-00-2520N 
oBD 


343-0401-01 
175~-1937-00 
65043-087 

47439 
TEK-175~-0833-00 


Opo-- 


OBD 
2X12161-402 
4704-04-02 


OBD 
2X12161-402 
OBD 


x 


FES 


Fig. & 
Index 
No, 


3~82 
83 
~84 
-85 
~86 


-87 


~89 
-90 


91 
92 


-93 
94 


95 
-96 


-97 
-98 


99 


Tektronix 
Part No. 


342-0202-00 


211-0114-00 
210-0406-00 
210-1122-00 


211-0207-00 


131-0589-00 
136-0252-00 
136-0352-00 


212-0535-00 
129+0574-00 
210-0206-00 
212-0040-00 


407~1722-00 
348-0178-00 


213-0054-00 
210-0803-00 


348~-0177-00 


-100 432-0106-01 


Serial/Model No. 


aty 


4 
1 


1 
1 
1 


Haag a 


NNN 


aw 


Replaceable Mechanical Parts—4662 Service 


12345 Name & Description 


. INSULATOR, PLATE: TRANSISTOR 
SEMICOND DVC DI: (SEE CR5] EPL) 
(ATTACHING PARTS} 
« SCREW,MACHINE:4-40 X 0.438 INCH,PLH STL 
. NUT,PLAIN, HEX, 14-40 X 0.188 INCH,BRS 
. WASHER, LOCK:0,228 ID X 0.375 INCH OD,STL 
eee eae ey 
» OKT BOARD ASSY:POWER SUPPLY (SEE A3 EPL) 
(ATTACHING PARTS) 
. SCR,ASSEM WSHR:4-40 X 0,312 INCH,PNH STL 
Pee eee 
. « CKT CARD ASSEMBLY INCLUDES: 
. « CONTACT, ELEC:0.46 INCH LONG 
« « SOCKET,PIN TERM:0,145 INCH LONG 
« « CONTACT, ELEC:FOR 0,02 INCH DIAMETER PIN 
. + CAP, ,FXD,ELCTLT: (SEE Cl EPL) 
(ATTACHING PARTS} 
» » SCREW,MACHINE:10-32 X 0,312 INCH,TRH STL 
« » SPACER, POST:0,625 L,W/10~32 THD ONE END 
« + TERMINAL, LUG:SE #10 
. . SCREW,MACHINE:8-32 X 0.375 100 DEG,FLH STL 


wee He ee 


. BRACKET, XFMR: 
BUMPER,PLASTIC:2.0 WX 0.40 INCH H 
(ATTACHING PARTS FOR EACH) 

SCR, TPG, THD FOR:6-32 X 0.312 INCH,PNH STL 
WASHER, FLAT:0,15 ID X 0.375 INCH OD,STL 

ere 2 atieha 
PAD, CABINET FT:1,25 WX 0.50 INCH H 
BASE, PLOTTER: 


Mfr 
Code 


01295 


83385 
73743 
78189 


83385 


22526 
00779 
00779 


83385 
80009 
78189 
93385 


80009 
80009 


83385 
12327 


80009 
60009 


Mfr Part Number 
10-21~023-106 


OBD 
2X12161~-402 
4704-04-02 


OBD 


47350 
2-330808-7 
50872-2 


OBD 

129-0574-00 
2103-10-00-2520N 
OgD 


407~1722-00 
349-0178-00 


OBD 
OBD 


348-0177-00 
432-0106-01 
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